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Introduction

Thank you for pur chas ing the Microlink 75l Mea sure ment and
 Control Pack age. This Man ual tells you:

• About the Microlink 751 unit and how to con nect your
signals (Chap ter 2)

• How to in stall the Wind mill soft ware (Chap ter 3)
• How to use Wind mill soft ware with the 751 unit 

(Chap ter 4)

To use the 751 sys tem you need a PC with a USB port. It should be
run ning Win dows 98SE, Win dows 2000 or later.

1.1
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Installing the
Microlink 751 USB Unit

2.1 Introduction
The Microlink 751 unit plugs into the USB (uni ver sal se rial bus)

socket of your PC. It of fers 16 an a logue in puts, 32 dig i tal in puts/out puts
and 8 coun ters.

The 751 has two 37-way con nec tors: 1 for an a logue con nec tions
and one for dig i tal and coun ter con nec tions. If you pre fer you can make
your con nec tions to screw ter mi nals, using one of the op tional
Microlink 59x range of ex ter nal units. You will also need a 59x unit if
you plan to in ter face trans duc ers like thermocouples or strain gauge
bridges.

This man ual tells you how to con nect your sig nals to the  Microlink
751, and about the 59x screw ter mi nal units. After mak ing your con nec -
tions see the next chap ter for de tails of in stall ing the Wind mill soft ware.

2.2 Plugging the Microlink 751 into the
Computer

Plugging the Microlink into your PC could not be
eas ier: just use the USB cable pro vided. You don’t
have to switch off your com puter first—or even
 restart Win dows.

The Microlink 751 is pow ered from the USB port: you don’t need an
extra power sup ply box. If you have sev eral 752 units, make sure their
ID codes are set (Sec tion 2.4) be fore plug ging them into the PC. 
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2.3 The Microlink’s Lights
The Microlink 751 has two red lights la belled ENUM and BUSY.

Nei ther of these will come on until you have in stalled the Wind mill
 software. 

ENUM ENUM stands for Enumerated. This is lit when the
Microlink has been powered on by the USB plug and
play controller. It is a good indication that the Windmill
USB driver software has been correctly loaded.

BUSY This is lit for the duration of each USB communication. It 
is not active until the Microlink has been enumerated.

2.4 Using Several Microlink 751 Units
As you can con nect up to eight Microlink 75x units to the USB, each

one must have some way of iden ti fy ing it self. This is pro vided by 3 pins
on the dig i tal con nec tor. (If you have just the one Microlink 751, its ID
Code will be 0 and you can ig nore this sec tion.)

The pins in ques tion are num bers 28, 9 and 10. You set an ID code
by con nect ing these pins to 0 V, as fol lows.

ID Code Pin 10 Pin 9 Pin 28

0 no no no

1 no no yes

2 no yes no

3 no yes yes

4 yes no no

5 yes no yes

6 yes yes no

7 yes yes yes

See the Pin Con nec tions Table on page 2.8.
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Make a note of the ID Codes, you’ll need them when using Wind mill
ConfIML to in stall the driver soft ware. You may find it help ful to label
your 751s with their codes—for quick iden ti fi ca tion.

Set the ID code be fore con nect ing the Microlinks to the PC.
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2.5 Analogue Input Connection Notes
The Microlink 751 pro vides 16 dif fer en tial an a logue in puts. It also

has an aux il iary chan nel which is re served for spe cial in puts such as
cold junc tion mea sure ment or bridge ex ci ta tion mon i tor ing (used with
thermocouples and strain gauges). It uses an in te grat ing an a -
logue-to-dig i tal con verter, where the in te gra tion time and res o lu tion are 
under soft ware con trol (set in the Wind mill ConfIML  program, which
starts au to mat i cally when you in stall the soft ware).

At reg u lar in ter vals Wind mill uses a sta ble on-board ref er ence volt -
age for recalibration. Use ConfIML to set this recalibration  interval.

2.5.1 Differential Inputs
All the in puts are dif fer en tial: for each input sig nal there are two sig nal

wires. The mea sure ment is the dif fer ence in volt age be tween the two
wires. The two sig nals go into sep a rate high-im ped ance am pli fi ers
which mon i tor the volt age be tween the input and ground. The out puts
of the two am pli fi ers are then sub tracted to give the dif fer ence be tween
the + and – in puts. For small sig nals dif fer en tial in puts are much better
than sin gle-ended in puts, be cause the sub trac tion of the volt ages on
each of the input wires means that any volt age com mon to both wires is 
re moved, so re duc ing noise.

It is im por tant to re mem ber that the volt ages at both in puts must be
within the am pli fier op er at ing range. A clas sic error is to con nect a bat -
tery be tween pos i tive and neg a tive in puts with no other con nec tion.
Al though the dif fer ence be tween the in puts is well de fined, the ac tual
volt age at each input could be any thing. Con necting one end of the bat -
tery to the 0 V input, ei ther di rect or via a re sis tor, would solve the
prob lem.

The 0 V of the Microlink 751 is con nected to com puter earth, which
is usu ally con nected to the mains earth. When mak ing your con nec -
tions you should fol low this pol icy.

a. If your signal source is “floating”, i.e. has no reference to mains
earth, then you must provide a reference by connecting one end of
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it to the 0 V input, either direct or via a resistor. The resistor could
have any value up to several MΩ. However large values could
cause 50 Hz problems if your signal source has much leakage to
earth.

b. If your signal source is itself earthed then you should connect only
positive and negative inputs. You should make no connection to
Microlink 751 earth.

2.5.2 Input Voltage Range
The Microlink 751 op er ates cor rectly with input volt ages in the

range ±11 V. The in puts will re ject volt ages which are com mon to both
pos i tive and neg a tive in puts. These com mon mode volt ages could be
as big as 13 V.

2.5.3 Maximum Input Voltage
The input multiplexers are pro tected against dc volt ages of 33 V

above the power sup ply. This means +48 V if the com puter is switched
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on, +33 V if it is switched off. If the over-volt age is tran sient then
 protection ex tends as far as +300 V. When a volt age above the power
sup ply is ap plied to the unit its pro tec tion mech a nism comes into ac -
tion, and this draws some cur rent from the sig nal source. This ef fect
can be a prob lem when the com puter is switched off as it now draws
cur rent from any sig nal. This cur rent is lim ited by 4K7 re sis tors. Extra
se ries re sis tors can be added to re duce this fault cur rent.

2.5.4 Unconnected Inputs
You can leave un used in puts un con nected, but if you at tempt to

read from these un con nected in puts do not ex pect to get 0 V. They
could be any value. If an other con nected chan nel has re cently been
read, the un con nected input will re turn a sim i lar value. This is not
crosstalk. It oc curs be cause the input ca pac i tance of the am pli fier is
charged to the volt age of the pre vi ous chan nel and has lit tle in cen tive
to change when con nected to an open cir cuit.

2.5.5 Auxiliary Input
This input has all the fa cil i ties of the other six teen. In Wind mill soft -

ware it is re served for mea sur ing cold junc tion tem per a tures with
thermocouples or ex ci ta tion volt age in bridge cir cuits. If using a 593
ther mo cou ple input unit or a 594 bridge input unit, the aux il iary input is
au to mat i cally con nected as re quired by the soft ware.

2.5.6 Use with 593 Thermocouple Input Unit
When used with this unit the aux il iary input is au to mat i cally con -

nected to the cold junc tion sen sor. This is an RTD (re sis tance
tem per a ture de vice) with 0.8 mil li am pere flow ing through it. If in puts
are un con nected the ther mo cou ple break de tec tion cir cuitry will cause
them to read pos i tive full scale.

Pins 18 and 37 (–15 V and +15 V) pro vide a power sup ply for the
593—don’t con nect any other sig nals to these pins.
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2.5.7 Use with 594 Bridge Input Unit
When used with this unit the aux il iary input au to mat i cally  measures

the ex ci ta tion volt age con nected to the 594.

2.5.8 Analogue Input Pin Numbers
Make your con nec tions to the an a logue 37-way D con nec tor as

 detailed in the table on page 2.8.

2.7
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                                                                        19               0 V
                   +15 V                        37
                                                                        18               –15 V
                   + Auxiliary                 36
                                                                        17               – Auxiliary
                   + Input 15                  35
                                                                        16               – Input 15
                   + Input 14                  34
                                                                        15               – Input 14
                   + Input 13                  33
                                                                        14               – Input 13
                   + Input 12                  30
                                                                        13               – Input 12
                   + Input 11                  31
                                                                        12               – Input 11
                   + Input 10                  30
                                                                        11               – Input 10
                   + Input 9                     29
                                                                        10               – Input 9
                   + Input 8                    28
                                                                         9               – Input 8
                   + Input 7                    27
                                                                         8               – Input 7
                   + Input 6                    26 
                                                                         7               – Input 6
                   + Input 5                    25
                                                                         6               – Input 5
                   + Input 4                    24
                                                                         5               – Input 4
                   + Input 3                    23
                                                                         4               – Input 3
                   + Input 2                    22
                                                                         3               – Input 2
                   + Input 1                    21
                                                                         2               – Input 1
                   + Input 0                    20
                                                                         1               – Input 0

Please read the Connection Notes on the previous pages before  making your
connections.

Microlink 751 - 16 An a logue In puts



2.6 Digital Input and Output Connection Notes
The Microlink 751 pro vides dig i tal input to the com puter and out put

con trol by the com puter. Its 32 gen eral pur pose input and out put lines
are ar ranged in 4 groups or ports. Each port can be ei ther input or out -
put (set using the Wind mill SetupIML pro gram). All ports power-up as
in puts. The ports are re ferred to as Port 0 to Port 3. Port 3 also func -
tions as 8 event coun ters, de tailed in the next sec tion.

2.6.1 Input Voltages
All in puts are high im ped ance CMOS type. They are TTL and 5 V

CMOS com pat i ble. Input Volt ages should be within the range 0 to 5 V.
Higher Volt ages can be dealt with by the ad di tion of re sis tor net works.
This can be con ve niently done on a 590 unit. Input  protection can be
pro vided in a sim i lar man ner.

2.6.2 Contact Closures
You can in ter face to con tact clo sures using a re sis tor to tie the input

to ei ther 5 or 0 V. The con tact then switches the line to ei ther 0 or 5 V.
The re sis tor can be fit ted to a 590 unit.

2.6.3 Noisy Inputs
Input Fil ters can be fit ted to a 590 unit if re quired.

2.6.4 Output Drive
The out puts are TTL and 5 V CMOS com pat i ble. They can drive 15

LSTTL loads. You can in crease the out put drive by using ad di tional
tran sis tors, which can be fit ted to the 590 unit. Cur rents of 1 amp can
eas ily be switched. 

2.6.5 Power-Up State
The 751 unit will power-up as all in puts. If you in tend to use the card

to con trol out puts then you may want to de fine logic states at power-up. 
This can be done by re sis tors which tie the lines to ei ther 0 or 5 V,
mounted on a 590 unit.
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2.6.6 Pin Numbers
Make the I/O con nec tions to the dig i tal 37-way con nec tor. See the

Pin Con nec tions Table on page 2.13.
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2.7 Counter Connection Notes
The 751 pro vides eight 16-bit totalise (event) coun ters which can

each count up to 65535. These are lo cated on Port 3 of the dig i tal I/O
con nec tor. If you are using coun ters, set Port 3 as an input only, using
the Wind mill SetupIML soft ware.

The 751 unit mon i tors the state of the 8 input lines once every mil li -
sec ond and main tains a count for each of them. It does this whether or
not you in tend to use the lines as coun ters. You can still read Port 3 as
a nor mal dig i tal input, even if you are also using it to count.

2.7.1 Input Voltages
See Sec tion 6.12.6.1 for safe volt age lev els.

2.7.2 Count Inputs
A valid count is de clared if the input is low for 2 mil li sec onds then

high for two mil li sec onds. This gives a the o ret i cal max i mum count
speed of 250 Hz.

2.7.3 Pin Numbers
Make the coun ter con nec tions to Port 3 of the Dig i tal Con nec tor.

The coun ter pin num bers are on page 2.13.
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2.8 Digital Input/Output and Counter Pin
Connections Table

The pin num bers given on the next page are those for the dig i tal
37-way D socket.

The an a logue input pin num bers are on page 2.8.
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                                                                        19               0V
                   Port 3 Bit 0                37  
                                                                        18               Port 3 Bit 1
                   Port 3 Bit 2                36 
                                                                        17               Port 3 Bit 3
                   Port 3 Bit 4                35               
                                                                        16               Port 3 Bit 5
                   Port 3 Bit 6                34
                                                                        15               Port 3 Bit 7
                   Port 2 Bit 0                33 
                                                                        14               Port 2 Bit 1
                   Port 2 Bit 2                32
                                                                        13               Port 2 Bit 3
                   Port 2 Bit 4                31
                                                                        12               Port 2 Bit 5
                   Port 2 Bit 6                30
                                                                        11               Port 2 Bit 7
                   Not used                    29
                                                                        10               ID Code 2
                   ID Code 0                  28
                                                                         9               ID Code 1
                   Port 1 Bit 0                27
                                                                         8               Port 1 Bit 1
                   Port 1 Bit 2                26
                                                                         7               Port 1 Bit 3
                   Port 1 Bit 4                25
                                                                         6               Port 1 Bit 5
                   Port 1 Bit 6                24
                                                                         5               Port 1 Bit 7
                   Port 0 Bit 0                23
                                                                         4               Port 0 Bit 1
                   Port 0 Bit 2                22 
                                                                         3               Port 0 Bit 3
                   Port 0 Bit 4                 21
                                                                         2               Port 0 Bit 5
                   Port 0 Bit 6                 20
                                                                         1               Port 0 Bit 7
•

Please read the Con nec tion Notes on the pre vi ous pages be fore 
mak ing your con nec tions.

Microlink 751 - Pin Con nec tions for 
Dig i tal In puts/Out puts and Coun ters



2.9 Specifications

2.9.1 Microlink 751 Unit
Di men sions (mm) 180 x 120 x 40
Max i mum num ber of 751s 8
Max i mum length of ca ble 5 m per ca ble
Max i mum dis tance from PC can be in creased by use of USB hubs

2.9.2 Analogue Inputs
Num ber of in puts 16
Max i mum safe in put volt age
          Com puter on ±48 V
          Com puter off ±33 V
          Tran sient ±300 V
Ranges (set from soft ware) ±10 V, ±1 V, ±100 mV, ±10 mV
Com mon mode range ±13 V
Rel a tive ac cu racy of ranges
          gain = 1000 ±0.1%
          gain = 1, 10, 100 ±0.05%
A-D per for mance (set from soft ware)
          Res o lu tion (bits) In te gra tion Time (msec)
          12         2.5
          13         5
          14        10
          15        20
          16        40
          18       160
Max i mum speed of sam pling 10 sam ples per sec ond
                                                      per channel
          up to a max i mum of 80 sam ples per sec ond
Max i mum lin ear ity er ror ±0.02%
In put im ped ance 100 MΩ
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2.9.3 Digital Inputs and Outputs
Max i mum num ber of in puts 32
Max i mum num ber of out puts 32
Power-up state all in puts
Max i mum speed 160 chan nels per sec ond
Volt age In puts
          Com pat i bil ity TTL and 5 V CMOS
          Range 0 to 5 V
Volt age Out puts
          Com pat i bil ity TTL and 5 V CMOS
          Drive  15 LSTTL loads

2.9.4 Counters
Max i mum num ber of coun ters 8
Res o lu tion     16 bits
Type of coun ters Event (totalise)
Max i mum count speed 160 counts per sec ond
Com pat i bil ity TTL and 5 V CMOS
In put volt age range 0 to 5 V

2.15

Installing the Microlink 751 USB Unit



2.10 The 59x Screw Terminal Units
The Microlink 59x range pro vides screw ter mi nals for the Microlink

751, al low ing sig nals to be per ma nently wired. These boxed 59x units
sit next to the Microlink 751. Some of the 59x range allow trans duc ers
like thermocouples and strain gauge bridges to be mon i tored by the
751. Extra fa cil i ties are avail able when com po nents are fit ted, such as
pro tec tion from high volt ages. There are 4 units in the range.

590               Screw Ter mi nals
590-8A          Screw Ter mi nals and Cur rent Mea sure ment
593               Screw Ter mi nals and Tem per a ture Mea sure ment
594               Screw Ter mi nals and Strain Mea sure ment

The 59x range is op tional, so you can ig nore the rest of this chap ter if
you have bought just the Microlink 751 and Wind mill pack age.

2.10.1 590 Unit—Screw Terminals
The 590 is a boxed screw ter mi nal card. Extra fa cil i ties are avail able 

with this card, in clud ing:
• noise fil ter ing,
• in put pro tec tion from high volt ages,
• higher volt age in puts than nor mal,
• con tact clo sure in puts,
• ac in puts,
• bi as ing to ground,
• ex ter nal cur rent source switch ing,
• pro gram ma ble re sis tance,
• spe cial out put ranges.

Con nec tion
The 590 unit has space for 3 rows of 18 screw ter mi nals. The row

near est the front panel is con nected to pin 19 of the an a logue D con -
nec tor on the front of the Microlink. This pin is con nected to 0 V. The
other 2 rows are con nected to pins 1–18 and 20–37 as in di cated by the
small fig ures by the ter mi nals.
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Fitting Ap pli ca tion Com po nents
Se ries Com po nents

Com po nent posi tions S1 to S37 (0.4 inch pitch) are avail able to
mount com po nents in series with D-type pins 1 to 37. Only S1
and S37 are named on the PCB because of lack of space. How -
ever the num ber ing sequence is the same as that of the nearby
B1 to B37 com po nents. To fit a com po nent in series with, for
exam ple, pin 10

• Place the com po nent in the S10 po si tion (level with B10),
• Sol der it on the cop per side,
• Cut the track un der S10 at the point where it nar rows.

The main appli ca tion of series com po nents is series pro tec tion
resis tors. These could have any value from hun dreds of ohms to 
meg ohms depend ing on require ments.

Par al lel Com po nents
Com po nent posi tions P0 to P17 (0.2, 0.3, 0.4 inch pitch) are pro -
vided to mount com po nents across ana logue inputs 0 to 15, 16
is the aux il iary input, 17 com pletes the pat tern. Com po nents can 
be sim ply sol dered into these posi tions.

In put Fil ters
Low pass ana logue input fil ters can be pro duced by fit ting resis -
tors in the 2 series ele ments of an ana logue chan nel, and a
capac i tor in the par al lel ele ment. For instance a fil ter can be
imple mented on chan nel 1 by fit ting resis tors to S2 and S21 and
a capac i tor to P1. Typ i cal val ues would be 10 KΩ and 1 µF.
These would pro duce a cut off fre quency of about 8 Hz.
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2.10.2 590-8a Unit—Screw Terminals with Current
Measurement

The 590-8A is a boxed milliamp cur rent de tec tion card, ar ranged as
8 cur rent and 8 volt age in puts. The same extra fa cil i ties are avail able
with this card as with the 590.

2.10.3 593 Unit—Screw Terminals with Temperature
Measurement

The 593 is an iso ther mal box spe cial ised for ther mo cou ple mon i tor -
ing of tem per a tures. It in cludes a cold junc tion sens ing RTD with an
as so ci ated con stant cur rent source (0.8 milliamps). The RTD de ter -
mines the tem per a ture at the ter mi na tion point. This ref er ence
tem per a ture is used with the an a logue input chan nel’s volt age read ing
to cal cu late the tem per a ture at the ther mo cou ple junc tion.

The Wind mill soft ware au to mat i cally con nects the cold junc tion to
the aux il iary chan nel and com pen sates for it. It reads the chan nel di -
rectly, show ing the cold junc tion tem per a ture in Cel sius.

Pro tec tion from high volt age in puts is pro vided when se ries re sis -
tors are added. Noise prob lems can be solved by fit ting an input fil ter
and bro ken ther mo cou ple leads can be de tected.

The cold junc tion sens ing cir cuitry is lo cated be tween the two
leftmost rows of screw ter mi nals. This cir cuitry is con nected by the PCB 
to the aux il iary chan nel. Bias re sis tors are fit ted to pro duce a small cur -
rent through the thermocouples. This al lows ther mo cou ple break
de tec tion.
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2.10.4 594 Unit—Screw Terminals with Strain
Measurement

The 594 is a boxed 16 bridge in puts card, which en ables the 751
unit to mon i tor strain gauge bridges and bal anced bridges such as
pres sure trans duc ers.

For strain gauges you need an ex ter nal ex ci ta tion volt age, which
can sup ply suf fi cient cur rent to keep all the bridge cir cuits energised.
Four sets of 16 screw ter mi nals give + and – ex ci ta tion and + and –
 signals for each of 16 bridges. Two 1 kΩ ter mi na tion re sis tors are
mounted in half bridge con fig u ra tion whilst high qual ity 350 and 120 Ω
re sis tors can be pro vided for the com ple tion of quar ter bridges. The
aux il iary chan nel of the 751 unit mon i tors the ex ci ta tion volt age. The
A-D con verter is suit able for di rect mea sure ment of volt age im bal ance
pro vided you choose a high res o lu tion.

When mon i tor ing a bridge input, the Wind mill soft ware au to mat i -
cally reads ex ci ta tion volt age and per forms the bridge cal cu la tion to
pro duce a read ing in microstrain. You can set a zero ref er ence level
and mon i tor changes rel a tive to that level.

With the 594 unit you can con fig ure each input chan nel for any of
the fol low ing in puts.

volt age in put
quar ter bridge sin gle strain gauge
half bridge     ten sile + com pres sive strain gauge
half bridge     nor mal + trans verse strain gauge
full bridge      2 ten sile + 2 com pres sive gauges
full bridge      2 nor mal + 2 trans verse gauges
full bridge      ten sile nor mal + com pres sive nor mal +
                     ten sile trans verse + com pres sive trans verse gauges

The fig ure on page  shows the gen eral ar range ment of the 594. For
each input chan nel (0–15) there are 5 screw ter mi nals. These are ar -
ranged in 5 rows la belled, 0V, +EX , —EX, +IN, –IN, with chan nel
num ber printed by each ter mi nal. Com mon to all chan nels are the
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POWER INPUT ter mi nals and two pre ci sion re sis tors con nected
across the power sup ply to form a half bridge. The power input ter mi -
nals are di rectly con nected to the aux il iary chan nel of the 751. Wind mill 
soft ware reads this chan nel to mea sure the ex ci ta tion volt age for use in 
the bridge equa tions. Each chan nel has as so ci ated with it 2 link mount -
ing po si tions and one re sis tor po si tion. These are:

RX    Po si tion for mount ing a quar ter bridge com ple tion re sis tor
QX    Link to short out the quar ter bridge com ple tion re sis tor
HX    Link to con nect the half bridge to the –IN of chan nel X

2.20

Microlink 751 User Man ual



2.21

Installing the Microlink 751 USB Unit

Fig ure 2.2  Gen eral Ar range ment of 594



Full Bridge Con nec tion
The fig ure below shows a full bridge con nec tion. The QX quar ter

bridge link must be fit ted to con nect the –POWER INPUT to the –EX.
Four wires are needed to con nect your bridge and the earth is avail able 
for a cable screen.
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Half Bridge Con nec tion
This fig ure shows a half bridge con nec tion. The HX and QX links

must both be fit ted. The HX link con nects the half bridge to the –IN of
the chan nel, whilst the QX link con nects the –POWER INPUT to the
–EX. Three wires are needed to con nect your bridge and the earth is
avail able for a cable screen.
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Quar ter Bridge Con nec tion
The fig ure below shows a quar ter bridge con nec tion. The HX link

con nects the half bridge to the –IN. The RX bridge com ple tion re sis tor
must be fit ted. This re sis tor should be a high pre ci sion, low tem per a ture 
co ef fi cient de vice. Its value should be the same as the nom i nal re sis -
tance of your strain gauge, 120 and 350 Ω being the com mon est
val ues. In other ap pli ca tions it should be cho sen to bal ance the bridge
near the cen tre of your mea sure ment range. For in stance if you are
mak ing pre cise RTD mea sure ments around am bi ent tem per a ture then
100 Ω would be suit able. If how ever you were mon i tor ing higher tem -
per a tures a suit ably larger value would be cho sen.

It is nor mal prac tice when mak ing a quar ter bridge con nec tion to
take all 3 wires to the trans ducer. This bal ances out the ef fects of lead
re sis tance.
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Power Sup ply
The bridges must be pow ered by an ex ter nal power sup ply. The

volt age used should be cho sen by the user to suit his ap pli ca tion. The
cur rent re quire ment can then be cal cu lated as fol lows:

Full Bridge cur rent = volt age / Rg
where Rg = gauge re sis tance 
   usu ally 120 or 350 Ω

Half or Quar ter Bridge cur rent = volt age / (2*Rg)

Typical Examples
16 * 120 Ω quar ter bridges with 10 V ex ci ta tion. These use 42 mA

per bridge mak ing a total of 0.67 amps. 

16 * 350 Ω full bridges with 10 V ex ci ta tion. These use 28 mA per
bridge mak ing a total of 0.45 A.

Connection of Power Supplies
Power sup plies are often float ing de vices, i.e. they are not ref er -

enced to mains earth. If this is the case a con nec tion must be made
from Microlink 751 0 V to the power sup ply neg a tive. This can eas ily be
done on the 594. If this is not done, the bridge out put volt ages may be
be yond the range of the 751 input am pli fi ers and false read ings will
re sult.

If sev eral 594 units are used on a com mon power sup ply, each
should be given its own con nec tion to the power sup ply. This mini mises 
the cur rent flow ing in any par tic u lar power sup ply wire, and so re duces
volt age drop in the wires.
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Installing and Configuring
Windmill Software

3.1 Introduction
There are two steps to in stalling and configuring the  Windmill

 measurement and con trol soft ware.

1. In stall the soft ware onto the hard disk.

2. Tell the soft ware about your measurement hard ware.

For in stal la tion you will need a per sonal com puter with a USB port
that is run ning Win dows 98SE or later.

3.2 What is Windmill Software?
Wind mill is a ready-to-run suite of ap pli ca tions for data ac qui si tion

and con trol. You can be up and run ning in very lit tle time as no
 programming is re quired. The stan dard suite in cludes data log ging,
chart ing and out put con trol ap pli ca tions. You can also trans fer data
 directly into third-party ap pli ca tions like Microsoft Ex cel or Ac cess.
Other  Windmill mod ules are avail able—see the Wind mill Software
Internet cat a logue for de tails http://www.windmillsoft.com/.

3.3 Installing Windmill Software
1. Con nect the 751 data ac qui si tion unit to your com puter, as

 detailed  in Chap ter 2.

2. In stall the Wind mill soft ware:
In sert the CD. The In stal la tion soft ware should run au to mat i cally.
If not se lect Run from the Start menu and type d:setup (where d:
is your CD drive).
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3. When in stal la tion is com plete the Wind mill Con fig u ra tion pro gram, 
ConfIML, au to mat i cally starts. This asks  for de tails of your
hard ware. See  Section 3.4  for de tails.

3.3.1 Upgrading From Earlier Versions of Windmill
You can run Wind mill along side ear lier ver sions of the soft ware.

Once you are happy that you no lon ger need a pre vi ous copy of
 Windmill sim ply run its “Uninstall” pro gram to de lete it.

3.3.2 Running Several Copies of Windmill
Un less you have bought a mul ti ple licence, you are only per mit ted

to run one copy of the soft ware at any one time. Please con tact your
 supplier if you re quire a mul ti ple licence.
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3.4 Configuring Your System
The Wind mill Con fig u ra tion pro gram, ConfIML, re cords the de tails

of your data ac qui si tion hard ware. It will run at the end of the in stal la tion 
pro cess, and you should run it again from Win dows when ever your
 acquisition hard ware changes—for ex am ple when you in stall
 additional units.

The first thing you need to do is press the Add but ton to in clude your 
Microlink 751 unit.

3.4.1 Adding New Hardware
The Add IML Hard ware di a logue lists the ac qui si tion and con trol

 devices for which you have in stalled driv ers. Se lect the Microlink 751
unit and press the Add but ton. This will take you to the Hard ware
 Settings di a logue (Sec tion 3.4.2).
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3.4.2 Changing Hardware Settings
ConfIML needs to know some in for ma tion about your 751 unit.

Press the Help but ton or see below if in doubt about the an swers.

Which Type of Card do you have?
Choose the Microlink 751.

ID Code of the 751 Unit?
As you can con nect sev eral 751 units to your PC, you need to
tell ConfIML which one you are cur rently con fig ur ing. Do this by
select ing the cor rect ID Code. If you have only one 751 its ID
Code is 0. (There should be as many ID codes as there are 751
units con nected, and each code should be dif fer ent. If not,
change the codes on indi vid ual units as detailed in Sec tion
2.2.4.)

Which Type of Trans ducer Con nec tion Unit is At tached?
There are three options. Which you choose depends on the 59x
units you have con nected.

None/Gen eral Pur pose
Choose this if you:
• are not us ing a 59x unit,
• are us ing a 590 screw ter mi nal volt age unit, or
• are us ing a 590-8A screw ter mi nal cur rent unit.

Ther mo cou ple
Choose this if you are us ing a 593 ther mo cou ple ter mi nal
unit.
This mon i tors the tem per a ture of con nec tions, which is
es sen tial when us ing thermocouples. You can use chan -
nels not re quired for thermocouples for gen eral volt age
mea sure ment.

Strain Bridges
Choose this if you are us ing a 594 strain gauge bridge
con nec tion unit.
This mon i tors an ex ter nal bridge ex ci ta tion sup ply so that
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strain gauge out puts can be con verted into read ings in
microstrain. Again, you can use chan nels not re quired for 
strain for gen eral volt age mea sure ment.

 Se lect the In te gra tion Time (Res o lu tion)
This allows you to select the trade off between speed, pre ci sion
and noise rejec tion. Seven set tings are avail able—the slower
the speed, the better the pre ci sion and the more ran dom noise is 
aver aged out. The exact speeds and res o lu tions vary with the
com puter, trans ducer type and so on, but the fol low ing table
gives some typ i cal fig ures.

Set ting Typ i cal Speed Volt age Res o lu tion

12-bit 80 reads/sec 5 mV in ±10 V  
13-bit 64 reads/sec 3 mV in ±10 V  
14-bit 48 reads/sec 1.5 mV in ±10 V
15-bit 32 reads/sec 0.8 mV in ±10 V
16-bit 16 reads/sec 0.4 mV in ±10 V

18-bit  6 reads/sec 0.1 mV in ±10 V

Set tings from 15-bit to 18-bit will be effec tive at remov ing 50 Hz
mains noise as these inte grate over one or more com plete
mains cycles.

The res o lu tion fig ures show the abil ity to detect small changes.
The abso lute accu racy will depend on sev eral fac tors includ ing
your trans duc ers.

In ter val Be tween Au to matic Recalibrations (in Min utes)?
This selects how fre quently the soft ware pauses to per form a
recalibration of the Microlink 751 using its sta ble on-board ref er -
ence volt ages. This will can cel any errors intro duced by tem per -
a ture or power sup ply changes since the last recalibration, but
can take up to a sec ond to com plete. Dur ing this time, no read -
ings may be taken. You can vary the inter val from 1 to 1440 min -
utes (24 hours), but every 20 min utes is gen er ally suf fi cient.
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3.4.3 751 Devices
After mak ing your choices and press ing OK, the ConfIML Sum mary

win dow ap pears show ing your  751 as three hard ware de vices: 751 an -
a logue in puts, 751 dig i tal ports and 751 event coun ters.

3.4.4 Setting the Working Directory
When you use Wind mill you will cre ate two types of files, those

which hold data and those which hold the Wind mill pro grams’ set tings.
You can spec ify a de fault folder in which to store these files— known as 
the Working Di rec tory. Ini tially the work ing di rec tory is set to wher ever
you in stalled Wind mill. To change this, press the Di rec tory but ton.

Choose a new di rec tory (folder) and press Save.  Wind mill will cre -
ate two sub-di rec to ries under this choice, called setup and data. By
 default, all the Wind mill set tings will be stored in “setup” and all the data 
you col lect stored in “data”.

3.4.5 Saving the Settings
Save your set tings and they will be used ev ery time you run

 Windmill. You do not need to run ConfIML again, un less you add more
units or want to change the set tings.

After clos ing ConfIML start the SetupIML pro gram and choose how
you wish to use the hard ware. Refer to the next chap ter and SetupIML’s 
Help file (setupiml.hlp) for de tails.

3.4.6 The Software Signal Generator
In ad di tion to data ac qui si tion and con trol hard ware, ConfIML lists

the Soft ware Sig nal Gen er a tor. This is a spe cial driver which sim u lates
a de vice with seven chan nels, each chan nel pro duc ing a dif fer ent sig -
nal. No spe cial hard ware is re quired—the data val ues are pro duced by
 calculation.

The Soft ware Sig nal Gen er a tor lets you ex per i ment and prac tise
with Wind mill, with out be ing con cerned about the hard ware
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To in stall the sig nal gen er a tor you first need to add it to the list of
 devices. In the ConfIML Sum mary win dow press the Add but ton
 ( Section 3.4.1). Se lect Soft ware Sig nal Gen er a tor and again press the
Add but ton. You’re taken to the Hard ware Set tings di a logue
( Section 3.4.2) where you can choose op tions for five of the chan nels.
Press the Help but ton in this di a logue for more in for ma tion on the
 signal gen er a tor.

3.4.7 The IML Device Icon
When ever you run a Wind mill pro gram one or more IML De vice

icons will ap pear. Dif fer ent icons iden tify dif fer ent hard ware driv ers,
soft ware sig nal gen er a tors and so on. The Wind mill ap pli ca tions can’t
run with out these, so don’t close them whilst us ing Wind mill.
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Using Windmill Software
with the Microlink 751

4.1 Introduction
This chap ter ex plains which set tings in the Wind mill SetupIML

 program apply to the 751, and about the rest of the Wind mill soft ware
suite. 

You can use the Microlink 751 to mon i tor volt ages. With ad di tional
Microlink 59x units, you can also mon i tor cur rents, thermocouples and
strain gauge bridges. If you wish to mea sure re sis tance or pH, please
con tact Wind mill Soft ware for ad vice.

Be fore start ing Wind mill make sure your 751 is plugged into the
com puter’s USB port, and, if you are using a 59x unit, that it is plugged
into the 751’s an a logue con nec tor.
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4.2 Options in SetupIML
SetupIML is the Wind mill pro gram that lets you save li brar ies of

setup files, each hold ing de tails about how you want to use in di vid ual
chan nels. A Wind mill 751 is shown as three de vices in SetupIML:
 Analogue In puts, Dig i tal In puts and Event Coun ters. Choose one from
SetupIML’s De vice menu. Now dou ble-click a chan nel to  configure it.
Full de tails of using SetupIML are in its Help file (setupiml.hlp) and
 Chapter 3 of the Wind mill User Man ual. 

4.2.1 General Purpose Analogue Input Connector
The input chan nels are num bered 0 to 15. Using SetupIML you can

con fig ure each chan nel as fol lows:
• en able or dis able
• re-name
• set to a spe cific in put range or al low ing the soft ware to

pick the range au to mat i cally
• give a new units name, scale fac tor and off set
• set alarm lev els

4.2.2 Thermocouple Input Connector
The sig nal in puts are num bered 0 to 15. Using SetupIML you can

con fig ure each chan nel as fol lows:
• en able or dis able
• choose one of six com mon ther mo cou ple types for au to -

matic linearisation to Cel sius, or choos ing to read raw volt -
age

• re-name
• set to a fixed range or al low ing the soft ware to pick the

range au to mat i cally
• give a new units name, scale fac tor and off set
• set alarm lev els.

 
Chan nel 16 is nor mally dis abled, but if en abled you can use it to

read the cold junc tion ref er ence tem per a ture at the screw ter mi nals.
This can be used to linearise the volt ages from other types of ther mo -
cou ple in some ex ter nal soft ware such as a spread sheet.
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4.2.3 Strain Gauge Bridge Connector
The sig nal in puts are num bered 0 to 15. Using SetupIML you can

con fig ure each chan nel as fol lows:
• en able or dis able
• set to one of six bridge con fig u ra tions (see be low) or set to 

read raw volt age
• re-name
• set to a fixed range or al low ing the soft ware to pick the

range au to mat i cally
• set to a gauge fac tor
• if trans verse strain is be ing mea sured, spec ify Pois son’s

ra tio for the ma te rial un der test
• set alarm lev els.

See also the Spe cial com mands de scribed on page 4.5.

The sup ported bridge con fig u ra tions are:

Quar ter bridge
One active gauge and three fixed resis tors.

Half bridge
One gauge mea sur ing ten sile strain (+E), one mea sur ing com -
pres sive strain (–E), and two fixed resis tors.

Half bridge
One gauge mea sur ing nor mal strain (+E), one mea sur ing trans -
verse strain (–vE), and two fixed resis tors. Pois son’s ratio must
be spec i fied.

Full bridge
Two gauges mea sur ing ten sile strain (+E) and two mea sur ing
com pres sive strain (–E).

Full bridge
Two gauges mea sur ing nor mal strain (+E) and two mea sur ing
trans verse strain (–vE). Pois son’s ratio must be spec i fied.
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Full bridge
One gauge mea sur ing nor mal ten sile strain (+E), one mea sur -
ing nor mal com pres sive strain (–E), one trans verse ten sile
strain (+vE), and one com pres sive trans verse strain (–vE). Pois -
son’s ratio must be spec i fied.

In all these cases the an swer is re ported di rectly in microstrain.

Chan nel 16 is nor mally dis abled but if en abled it can be used to
read the bridge ex ci ta tion volt age, which must be the same for all chan -
nels, and is used in the cal cu la tions.
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4.2.4 Special Hardware Commands
The chan nel di a logue boxes will have the “Spe cial” but ton en abled.

This al lows ac cess to the fol low ing com mands:

Recalibrate
Forces an imme di ate recalibration of the whole board. This is in
addi tion to the peri odic cal i bra tion cycles which hap pen
auto mat i cally.

Cal_In ter val
Dis plays the time between auto matic cal i bra tion cycles, as
selected in ConfIML (described in Sec tion .

Res o lu tion
Dis plays the res o lu tion and inte gra tion time for this card, as
selected in ConfIML (described Sec tion ).

Show_Cal_Data
Used only dur ing man u fac turer’s test pro ce dures.

When a strain gauge bridge is in use, three ad di tional com mands
are avail able:

Set_Zero_Now 
This reads the bridge out put ratio and uses it as the zero strain
ref er ence level. All sub se quent read ings will be changes in
strain rel a tive to that point, until another spe cial com mand is
issued or the soft ware is closed down.

De scribe_Off set
This shows the bridge out put level which is cur rently being used
as the zero strain ref er ence level (as a frac tion of exci ta tion
volt age).

Dis able_Off set
Resets the zero strain ref er ence to zero volts, so abso lute read -
ings are obtained. This is the default state each time the soft -
ware starts run ning.
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4.2.5 Digital Ports 
The Microlink 751 unit pro vides four dig i tal ports, each with 8 lines.

You can use each port for input or out put. You can ex plic itly con trol the
choice, or it can be de duced au to mat i cally by the soft ware. All ports
start as in puts, but if any data is sent to a port by a Wind mill pro gram it
im me di ately switches to out put mode. Out put lines can also be con -
trolled by the alarm de tec tion fea tures of the input chan nels. This will
cause the whole port to switch to out put mode.

You can also use port 3 for event count ing—in which case you must 
set it as an input.

The chan nels are num bered as fol lows:
0100             Line 0 of port 0
0101             Line 1 of port 0
0102             Line 2 of port 0
..                    ...
0107             Line 7 of port 0
0108             Di rec tion con trol sig nal for port 0
0109             not used
0110             Line 0 of port 1
0111             Line 1 of port 1
...                   ...
0117             Line 7 of port 1
0118             Di rec tion con trol sig nal for port 1
0119             not used
0120             Line 0 of port 2
etc

In SetupIML you can re place the num bers with mean ing ful names.

By de fault, each chan nel is linked to a sin gle line and the two dig i tal
states are called ON and OFF. You can change these names to more
suit able ones, for ex am ple FAST and SLOW or OPEN and SHUT.

SetupIML lets you group the lines within each port into multi-bit
chan nels which are dis played or con trolled as sin gle val ues  transferred 
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via the first chan nel in the group. Multi-bit val ues can be cho sen as bi -
nary, dec i mal or hex a dec i mal, e.g.
           Bi nary Dec i mal Hex a dec i mal
                11    3    3
              1010   10    A
             10001   17   11
          11111111  255   FF

Chan nels 0108, 0118, 0128 and 0138 are the di rec tion con trol sig -
nals for ports 0 to 3. When set to 0, the whole port is used for input;
when 1, the port is used for out put. These chan nels can be viewed and
also al tered, but they are nor mally dis abled and must be ex plic itly en -
abled from SetupIML be fore use. As noted above, di rec tion con trol can
usu ally be sensed au to mat i cally by the soft ware.

Chan nel 0109, 0119 and 0129 are not used and can not be en abled.
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4.2.6 Event Counters
The Microlink 751 unit pro vides eight 16-bit event coun ters. The de -

fault names are 0200, 0201 to 0207.

Each coun ter starts at zero and counts pulses on the cor re spond ing 
input lines, to a max i mum of 65535. They can be reset to zero at any
time by send ing “0” to the chan nel using the AnalogOut, Graph ics or
Test-Seq pro grams. No other val ues can be sent to the coun ters.

Use SetupIML to change the names, en able or dis able each chan -
nel, and choose one of two op er at ing modes—ac cu mu lat ing count or
re set ting count.

Ac cu mu lating Count 
Sim ply keeps count ing until explic itly reset.

Re setting Count 
Starts again from zero after each read ing. This shows the num -
ber of pulses since the last read ing, but it can only be used
where a sin gle pro gram is read ing the coun ter. If sev eral dif fer -
ent pro grams were access ing the coun ter simul ta neously, they
would all be reset ting it at dif fer ent times, so the results would be 
unpre dict able.

SetupIML also lets you apply a scale fac tor and off set to the count.
For ex am ple, if the pulses came from a flow meter which pro duced one
pulse for each 50 milli litres, then a scale fac tor of 0.05 would give a
read ing in litres.
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4.3 The Rest of the Windmill Software Suite
The Wind mill suite of soft ware that comes with the 751  comprises: 

ConfIML; SetupIML; the dis play and con trol pan els—AnalogOut,
DigitalOut & DDE Panel; Log ger and Chart.

The dis play and con trol pan els let you send data to, or dis play data
from, any num ber of an a logue and dig i tal chan nels. Log ger logs data to 
disk from up to 100 chan nels whilst Chart dis plays mov ing charts of
data from up to 8 chan nels. For more chan nels, or dif fer ent log ging and
chart ing speeds, sim ply run more in stances of Log ger and Chart. Full
de tails of all these pro grams are given in their on-line Help files and the
Wind mill User Man ual.

Should you need more so phis ti cated anal y sis or pre sen ta tion, you
can share data with other Win dows ap pli ca tions us ing dy namic data
ex change (DDE). For ex am ple, you can pro cess data as it’s col lected
us ing Microsoft Ex cel. See the DDE Panel Help file for more de tails.

There are many other op tional pro grams in the Wind mill range.
Graph ics lets you de sign and cre ate your own Wind mill dis plays—
 process mim ics, wir ing di a grams, bar charts, annunicator pan -
els…what ever you wish. Test-Seq in ter prets a file of com mands, and
con trols a test-rig ac cord ingly. Re play re plays a data file  graphically.
For de tails of other op tional pro grams see 
http://www.wind mill.co.uk/pro grams.html.

To be in formed when new Wind mill prod ucts are launched, be given 
data ac qui si tion hints and tips, and read ar ti cles on mea sure ment and
con trol;  subscribe to the free  Monitor news let ter (ISSN 1472-0221) at 
http://www.wind mill.co.uk/news let ter.html.
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